Iatrogenic limb ischemia caused by angiography closure devices.
Described are 2 cases of lower limb ischemia that resulted after deployment of 2 different arterial closure devices. One patient presented acutely with lower limb ischemia after an Angio-Seal (St Jude Medical, Minnetonka, Minn) device deployed at the conclusion of cerebral artery aneurysm embolization. The second patient, who underwent angioplasty for aortic recoarctation, presented with claudication 1 week after deployment of the Perclose (Perclose, Redwood City, Calif) device. The use of such devices can result in significant complications, and cardiologists, interventional radiologists, and vascular surgeons are advised to have a high index of suspicion for such complications and work in close conjunction to provide prompt and adequate treatment.